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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live'' 
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IS : 539^v 1969 




Indian Standard 

SPECIFICATION FOR 
GUIDE PIN FOR KUNTSCHER NAIL 



( Reaffirmed 2002) 



1. Scope — Dimensions and requirements for guide pin for Kuntscher nail. 

2. Shape and Dimensions — As sliown in Fig. I. 
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ENLARGED 
SECTION XX 
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350 ( For nails of size 7, 7*5 and 8) 

380 (For nails of size 8-S, 9, 9*5, 10, lO'S and II) 

All dimensions in millimetres. 
FIG, I GUIDE PIN FOR KUNTSCHER NAIL 

3. Material — Stainless steel conforming to Designation 30Crl3 of Schedule Vof IS: 1570-1961* or the 
stainless stee! of the following composition: 



Carbon 

Silicon 

Manganese 

Chromium 

Nickel 

Sulphur 

Phosphorus 



Percent 

0-35 to 0-45 
0-6 Max 
0-6 Max 
12 to 14 
\'6Max 
0-03 Max 
0-03 Max 



4. Workmanship and Finish — One side of the pin shall have a sharp point and on the other side a 
handleof suitable diameter shall befitted tight. The pin shall be free from cracks, draw marks, pits, burrs, 
surface contaminations and impregnated foreign particles. It shall be passivated and polished bright to 
give a mirror or satin finish. 

5. Corrosion Resistance Test — Shall be according to 6.1 of IS : 5347-l969t. 

6. Marking — Each pin shall be clearly and indelibly marked with the following: 

a) The name or trade-mark of the manufacturer. 

b) • SS ' for stainless steel, and 

c) The size of the pin. 

6.1 ISl Certification Marking — Details available from the Indian Standards Institution, New Delhi I, 

7. Packing — Shall be as agreed to between the purchaser and the supplier. 



♦Schedules for wrought steels for general engineering purposes. 
•j^Genera! requirements of metal surgical implants. 
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